[Perforation of the right ventricle during pulmonary angiography: possible causes and their prevention].
This is a report on a perforation of the myocardium during pulmonary angiography. The choice of the catheter is very important for the occurrence of such complications. We used a Cook 7 French polyethylene multipurpose catheter, which did not guarantee sufficient stabilisation due to its small number of side holes during injection of contrast medium. On the other hand the straight top of the catheter promoted its penetration into the myocardium. To avoid such often lethal complications, catheters with pigtail configuration should be used.